Settings and artefacts relevant in colour/power Doppler ultrasound in rheumatology.
The paper explains the most important parameters for the use of colour and power Doppler in rheumatology. Recommendations for machine settings are given. The commonly encountered artefacts and their importance for image interpretation are explained.